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A BALLOCN-BOR®: CR^OGENICALLi: CXXJUED FIIiTER RADIOMETER 
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ABSTRACT 

Under AFPA spcnsored ccffitracts with the Air Force Caitbridge Research 
Laboratories, Rockwell International has built and assisted APCRL in flying 
a cryogenically cooled filtered infrared radicareter, on a high altitude 
ballocn platform. 

This radioteter has several unique features which include the options 
for the remote operaticn of two filter wheels each containing six filters 
at helium tetperature, and a cryogenic rotary chopper vhich may be run at 
200 cycles per second or positioned open or closed, and a remotely cperable 
chcpped blacikbody c:alibration source. It cxntains a ten inch diameter liquid 
nitrogen cooled Cassegranian telesccpe with nine individually filtered field 
stops in its focal plane. Each of these field steps is reimaged for stray 
radiation rejection on a separate detector. The fields of view of the de- 
teertors are small and may be varied in size and shape by replacement of the 
field stop and deteertor masks. The telescope is mounted on a two-axis alt 
azimuth/artillery type/servo eperated ginbal vhich is used to make sky scans 
under the control of an on-board programner. The cryogenically cooled tele- 
soepe is fitted with an antifrost device which proteerts the system frem frost 
at altitudes above 35,000 feet. The system is c:apable of absolute spectral 
radiocietry in the band from 3 to 25 microns. 

CVEF^7IEW 

Rcxdcwell International's Contract F19628-72-C-0262 with the Air Forco 
Cambridge Research Laboratories is one in vhich Rockwell International has 
furnished technicral assistance to the Air Force in calibrating, installing 
and flying on a hi^ altitude ballocjn platform, a radicneter vhich Rockwell 
International had previously built for AFCRL under Ccntract F19628-70-C-0126 . 
Three flints were made under Air Force direction from HoHonan Air Force 
Base, New Mexico. Rockwell International refurbished the radiometer between 
these flints. In the latter contract the contractor's role was largely that 
of an assistant wherein the contractor endeavored to provide the assistance 
required by APCRL on a schedule determined by APCRL. 

During flights radiometric scans were made of the sky from an altitude 
of approximately 90,000 feet. The telescope was scanned 180 degrees in 
azimuth while it was systematically elevated at various angles from 0 to 60 
degrees. Spectral filters were inserted during the scans to define various 
bands from 9 to 22.7 microns. Neutral density filters were inserted and gain 
changes were made at expropriate tines. Both "AC" and "DC" signals were 
recorded. Calibration signals were inserted as the ginbals reversed direction 
at the end of each scan. 

A unique feature of the radiometer is the capability of remotely operat- 
ing its mary controls by means of conmands radioed from the ground. Figure 1 
is a schoiBtic of the radiometer system. Figure 2 is a photograph of the 
system mounted on the balloon gondola. 

t 2.4-1 


91 


^OTVER CLOSING 
KCCHANI9( 
(SCREW SLIDE) 





FIGURE 2. SYSTEM MOUNTED THE BALLOON GONDOLA 
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A li^t gathering system of the radicreber is a well baffled liquid 
nitrogen cooled Cassegranian telescope with a ten-inch diameter primary 
mirror. As the telescope's ccnwrging beam of radiation ^jproaches its focus 
it passes throu^ the plane of the rotary chopper. After passing throu^ the 
Irtranr-VI window aid the Irtranr-VT field lens vhich seal the vacuum space, 
the beam passes into the helium gas oooled reimaging cavity. After travers- 
ing the two filter wheels the beam comes to focus on a ooitpound stop vhich 
contains nine individual openings each twice as Icurge as the corresponding 
detector itesk. 

Provisions haw been made so that a pciir of filters can be placed at 
each individucil field stop aperture. The converging beam(s) continue throu^ 
the field stop and diverges to iitping on an annular almost flat 4th order 
corrector mirror and still diverging is reflected bade to a sphere from vhich 
they are imaged on the nine deteertors. A linear deragnifiesatien of two is 
acconplished in the reimaging. Ihe Cu:Ge deteerbors are individually masked 
bo obtain the desired fields of view. 

The detectors have FCT preaitplifiers mounted in close proximity to them 
and are biased by a feedback circuit to exterd the dynamic range and frequency 
response. 

The preaitplifier of each deteertor feeds its signal into parallel linear 
and logarithmic anplifiers. Ihe linear anplifiers have a wide range of gain 
settings vhich are controlled from the ground. Ttie sysban contains an eleo- 
trcnic calibrator w^ch sends signals throu^ the electronics vpon cxxtmand, 
to check the proper operation of the amplifiers. 

Ccctmariding circuitry vhich operates from Air Force supplied signals 
prov i des a means for the following: (1) starting and stepping the rotary 

chopper in fli^t and pcsitioning it in a closed or open pcsition; (2) 
operating the filter vheels to change the filters in the infrared energy 
paths; (3) changing the attenuator on the signal processing electronics; (4) 
eperating the gaseous nitrogen flow cxntrol valves; and (5) operating the 
liquid nitrogen dump valves. 

The sensor is mounted in a ginbcil system vhich is driven by position 
servos in both azimuth and elevation. The gimbals are caused bo pcsition the 
sensor vd.thin their 210 degree azimuth and their 90 c3egree elevation range 
by commands from an Air Force sipplied programming device. 

A sectional view of the radicxtieter is shown in Figure 3. Ihe radiometer 
housing is cempesed of two rrain sections, the front containing the radiemeter 
telescxpe and the rear containing the reinaging system, detectors, chopper 
assembly, and filter assembly. Ihe outer jackets of both sections are 
machined from cdumtLnum cdloy forgings vhich have been heat treated and 
cryogenically cycled during the interval between rou^ and finish machining 
so that thermally stable structures result. The outer jaedeets of both sect- 
ions cxntain liquid nitrogen, as does the spicier vhich supports the seconciary 
mirror. 

The telescope section has been designed so that the metal optical elements 
are mounted in a stress free fashion and are well cxoled both by conduction to 
liquid nitrogen and by ejposure bo a pvirge of gaseous nitrogen at the temp- 
erature of the liquid. A heat exchanger, equilibrates the temperatures of the 
gaseous and liquid nitrogen before the gaseous nitrogen passes throu^ the 
purge system to cool the mirrors. 
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The reimaging section contains a liquid helium tank., mounted in a 
vacuum space for thernal isolation from the outer jacket. It is supported 
by a fiberglass cylinder to control the conductive heat load. Mounted in 
this torroidal tank's center are the reimaging optics, detectors, and filter 
wheel assenbly, all maintained at liquid helium tenperature. The chopper 
vheel assenbly attaches to the front of the rear section, and operates at 
liquid nitrogen tenperature. 

The cpticcil system is designed so that the ocnplete telescope section 
cind the ccnplete reimaging section are, as far as possible, each separate 
package sibassenblies, and could be optically worked and tested as such. 

The supporting parts were toleranced so that focusing could be performed 
during the final assenbly by optically lajpsing easily accessible surfaces. 

The various demountable gas and liquid seals on the sensor bocfy are 
acocrplished by ocnpressing round indium wire into a rectangular groove 
vhich is just a little too small to contain the volume of indium. The re- 
sulting overflow is pressed between the mating flat surfaces and forms a 
tii^t seal vhich will withstand cryogenic tenperatures. 

SENSOR 

The sensor radiometer system consists of a paraboloidal primary mirror, 
a hyperboloidal secondary mirror, a "flat" mirror, an spherical reimaging 
mirror, an Irtran-VI window, an Irtran-VI field lens, a set of interchange- 
able filters, a field step, and various masks and baffles. 

The mirrors were all made from forged billets of aluminum alloy which 
were cut from the central portions of multi-ton ingots in order to avoid 
inclusions. The mirror blanks were then heat treated and thermally cycled 
several times during the process of fabrication so that their shapes remain 
stable vhen they are cooled to cryogenic tenperatures. 

After machining to sphericcLL surfaces close to the cptic^l surfaces 
recquired, the aluminum blanks were then ground and l^ped to standard optical 
fabrication techniejues to within a tliousandth of an inch of the piroper figure. 
Then a thick elechroless nickel cJ^xait was placed over the aluminum surface, 
and the firal surface cJeveloped by further lapjping and polishing of the 
electroless nickel crating. After testing, the cptical surfaces were exated 
with electroless gold plate for durability and hi^ long-wavelength infrared 
reflectivity. 

The {Dptical system is extensively baffled to reduce the sensitivity of 
the instrument to radiation from sources from outside of the field of view. In 
addition to the cxxi\^ntional baffles in the main telescope, additional baffles 
are included in the reimaging cptical system to reduce the effects of dif- 
fraction by the spicier and central chscuraticn. These baffles prevent the 
ciebectors from viewing these illiminated edges directly. 

Figure 4 illustrates schematically the laboratory set up> vhich was used 
to accoitplish the radiometric calibraticxi of the instrument. The laboratory 
calibrator vhich is the key pieca of ecquipment used in the calibration is 
unicque and requires deserription. 
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Uie laboratory calibrator is a variable temperature blacWaoc^ source 
which is used for the prefli^t calibration of the infreured sensor. The 
device ccnsists essentially of an insulated cryogenic pressure vessel in 
which the blacddxxf^ source, a circular, grooved plate, forms peurt of the 
Weill. The heavy vessel can be operated at ary pressure up to approximately 
300 psi. The tenperature can be varied cQmost continuously from under 77K 
to 300K. large incremental changes of tenperature previously had been 
achieved by using different cryogens. For a given cryogenic liquid, con- 
trolled, continuous changes of tenperature are created at present by varying 
the pressure with the dewar. 

In order to proceed expeditiously with the wide range calibration vdiich 
was required, a 1000 watt Ccilrod type heater was mounted inside the cryogen 
pressure cavity. Vhen an electrical input to this heater is controlled by a 
continuously variable transformBr, and the cavity contciins pressurized gaseous 
nitrogen or a mixture of gaseous and liquid nitrogen, and the pressure ad- 
justed as required, a wide range of stable tenperatures m^ be obtained much 
more easily and quickly than by changing cryogens. 

Figure 5 is a schematic drawir^ vhich shows the calibration device as it 
appears vrtien attciched to the shroud of the infretred sensor. The basic parts 
are the pressure vessel, ccLLibration source plate, valves and pressure regu- 
lators, tenperature sensors, and mounting devices. The outside of the 
calibration source plate is machined with concentric circular grooves, and 
then sandblasted and black anodized in order to provide a hi^ emissivity. 

Concentric circular grooves are also machined on the inside of the plate 
in order to increase the heat transfer between the cryogen and plate. Mounted 
on the top of the dewar are a fill valve, vent valve, multi-pin electrical 
feedthrou^ connector, burst disk, pressure relief vcilve, and pressure gauge. 
The tenperature is monitored at a nunber of points within the source plate 
by copper ccnstantan thermooovples. The sensor output leads are connected to 
the multi-pin electriccd. connector. Rigid attachment of the calibration device 
to the sensor is acooitplished by clanps (not shown) vdiich hold the sensor 
shroud against the mounting ring. The bottom mount supports the calibration 
device on a table. The pressure vessel is covered with Armaflex insulating 
matericd. 

Proper calibration of the radiate ter with the laboratory calibration 
device required that the faceplate of the laboratory calibrator be positioned 
at the end of the antifrost shroud and that no significant radiant energy be 
allowed to get into the radianeter except that knitted from the calibrator 
faceplate. Hiis requires that the antifrost shroud be cooled to 77K, so that 
any radianoe emitted froti its inside surface, vben reflected by the faceplate 
into the rcidicmeter, will be very small ootpared to the emitted radianoe of 
the faceplate itself. For this purpose a shroud cooler has been constructed 
for use with the laboratory calibrator. 

The shroud cooler consists of an ciluminum cylinder vAxich fits around 
the antifrost shroud and attaches to the radiometer and the laboratory cali- 
brator. A coil of one-half inch aluminum tibing is welded around this 
cylinder. Liquid nitrogen flowing throu<^ the tibing maintains the shroud 
cxxDler at 77K, and the shroud itself is then ccxjled by convection and rad- 
iation mtil it reaches an equilibrium temperature near 77K. 
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iTie APCRL personnel determLned the range of radiance over \i«hich cali- 
bration. v/as desired and then prepared a list of benperatures at vhich these 
radiances would be emitted by the blackbot^ calibrator. IhentDOOuple IMF's 
(using a liquid nitrogen reference) were then tabulated for the listed tenp- 
eratures, A digital nrijcrovDltmeter vhidr di^layed the thermocoijple EMF was 
used as an indicator as the tenperature and the radiance of the blackbocfy 
was set at each of the required steps. By manipulating the pressure of the 
gaseous nitrogen over the liquid nitrogen in the calibrator, and the elect- 
rical input to the 1000 watt heater in the calibrator the tenperature could 
usually be held to 1/3 degree centigrade. 

At each radiance st^ (tenperature) the output of each detector throu^ 
each anplifier and with a representative selection of gain steps and filter 
oonbinations was recorded. System noise was recorded frati a true RM3 volt- 
neter at the point where tiie radiance of tiie bladdxDdy equaled the radia n ce 
of the chopper. 


FILTER ^"JHEEIS 

The two remotely operated filter vdeels are located in planes between the 
field lens and the field step. Each Vvheel has six positions, each position 
has Ihe capability of cxaitaining two filters either spechral or neutral 
density. The filter vheels (as well as the reimaging mirrors and baffles) 
are cooled by liquid helivm boil-off and operate at about lOK. The filter 
wheels can be independently rotated by renote control (cnbocird progranmer 
or telemetry) to change filter exxtbinatiens. The asserbly is illustrated in 
Figure 6, 

Each filter vheel is rotated ty a solenoid-driven ratchet vhich engages 
teeth around the vheel perimeter. When a filter change command is received. 
The lc5gic cirenaitry causes the ratchet mechanism to advance the vheel, 
stepping it autcmatically wtien tiie next filter is in position. 

Signals represaating the position of the filter vheels are transmitted 
to the ground ’ey telenetry. A tenperature sensor mounted on he assenbly 
(but thenrally isolated frem it) r^orts the tenperature of the helium gas 
surrounding the assenbly. 


CHOTPER 

Hie chopper vheel is a three-bladed wheel rotating at 2000 rpm, result- 
ing in a signal chicpping frequency of 100 Hertz. The chopper is driven by a 
hysteresis synchronous motor and is capable of being stopped in either a 
closed or open position. The entire assenbly is operated at a tenperature 
of 77K. A photcjgraph of tiie cheaper vheel assenbly is shewn in Figure 7. 

Normally stocked motors available from the vendors will not operate at 
77K due to the freezing of their bearing lxbric«nt. The bearings of a small 
synchrcaious motor were therefore replaced v/ith special "BAFOEMP" Icx-?- 
tenperature ball bearings containing a sacrificicil lubricating retailer. Tne 
motor ruiTS at 12000 rpm and is powered by a 400 cycle inverter. 

BAFSEMP ball bearings are also used in the chopper vdieel and in the idler 
gear. In additicn, the idler gear itself is macie of Rulon to avoid the 
necessity of libriceting die gear teeth. 
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HGURE 6. HLTER WHEEL ASSEMBLY 
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FIGURE 7. CHOPPER WHEEL ASSEMBLY 
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In the iTBchanism which was cSevelcped to selectively stop the chcpper 
v^eel in the open or closed position, a small linear solenoid is used to push 
a small steel pin into a hole in the chopper periphery. This provides a 
positive positicrdng acticai, and also permits remote verification of prc^)er 
operation by sirtply monitoring tlie position of the locking pin with an elec?- 
trical contact. Ihree holes in tlie diopper vdieel allow it to be stepped with 
any of its three blades in the "closed" position, and a second solenoid 
angularly displaced from the fdirst and working into tlie sane set of three 
holes allows stopping in any of the diopper's three "open" positions. 

Ihe chopper can be remotely conmanded to run or to stop in either the 
open or closed position. A time delay in the oonmand logic prevents the 
stopping pins from being pushed into the v^ieel before it has coasted to a stop. 
Upon switching from the "running" mode to a stop mode, the following sequence 
of events is activated automatically: (1) the ciioppor motor is turned off; 

(2) after a preset time delay (90 seconds) to allow the chopper to stop, the 
stop pin is pushed against the vheel rim by the solenoids; and (3) the drive 
motor is pulsed to rotate the cheaper vheel slowly until one of the three 
holes reaches the pin. Upon cxstpleticn of this sequence the electrical con- 
tact on the solenoid mechanism will signal pxDsitive confirmation of chopper 
position ("open" or "closed") . 


CFYOGENIC SYSTEMS 

The requirement that the radiometer must operate frost free and produce 
no fog, dictates the use of anbient tenperature antifrost gas. A clear 
^«rture antifrost device is fed dry nitrogen at approximately anbient tenp- 
erature (260K) to prevent the formation of fog. The flow rates required 
depend ipcn the anbient pressure vhich controls the expiansion and hence the 
flow velocity, and vhether or not the ballocn is ascending and producing a 
relative wind. In order to conserve the wei^t of antifrost nitrogen, wei^t 
of the water to vaporize it and the cxaitainer wei^ts, the system has been 
designed to utilize three different flow rates. Estimates based on laboratory 
and field experiments indicate that at altitudes between 80,000 and 120,000 
feet, ten pounds of gas per hour will be sufficient to keep the aperture frost 
free. TVenty-five pounds per hour will be sufficient between 50,000 and 

80.000 feet, vhile 50 pounds per hour will be required for operation between 

35.000 and 50,000. The low altitude capability adds considerable wei^t to 
the system. The system has been built so that these flow rates can be preset 
before the fli^t or they can be progrartited during a flii^t to allow measure- 
ments at several altitudes. 

The gaseous nitrogen sxpply for the antifrost device consists basically 
of three liquid nitrogen storage containers, three heat exchangers, two tenp- 
erature control valves, a gas mixer, and a gas flow control section. 

Hie delivery liquid nitrogen ccxitainer is vacuum insulated and contains 
liquid nitrogen at 60 psig. The pressure is maintained by a heater and con- 
trolled by a pressure switch and protected by a pressure relief valve and a 
disc. 

Ihe first heat exchanger converts liquid to gas by absorbing heat from a 
water bath. The heat exchanger is a coil of ti±>ing inrtersed in a tank of water. 
Ihe second heat exchanger is a coil of tubing in a smaller tank of water. 
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The gas flows throu^ this exchanger system d^jending vpon the operation of a 
tenperature control. The third heat exchanger is a coil of ti±»ing exposed to 
the anbient atmosphere. This exchanger is used to smooth out gas ten^rature 
fluctuations and to bring the gas tenperature closer to the airtsient tenpera- 
ture. 

The liquid nitrogen sipply system for cooling the telescope consists of a 
vacuun insulated liquid storage oontainer, a liquid nitrogen delivery control 
device, and insulated delivery lines. The system delivers liquid nitrogen, on 
demand, to the liquid nitrogen jacket on the telescope. The telesoope jacket 
is built around the liquid helium tank and acts as a cooled heat shield for 
the heliuti. The jacket also cools the telescope optics ty conduction. The 
secondary mirror hcis a mounting which is in contact with a liquid nitrogen 
pool in the spider body. The spider pool is fed liquid nitrogen throu^ 
drilled holes in the spider legs. The boil-off gas from the jacket is vised as 
a ccntinvious low tenperature dry gas purge for the telesoope, and provides 
additional ocxDling to the primary mirror and chopper. Conduction throu^ the 
jackets foam insulation controls the production rate of the boil-off gas. 

To operate the delivery system, the liquid container is filled with 
liquid nitrogen and pressurized by a heater vhich boils some of the liquid. 

The liquid is then transferred to the telescxpe jacket throu^ insulated tub- 
ing, a section of vhioh is flexible to allow telescope movement. The jacket 
level is sensed by a carbon resistor element in a control circuit vhich reg- 
ulates the flc3w in the transfer line, thus maintaining the correct liquid 
level in the telescxpe jacket. 

The helivnh-cxoled svbsystem consists of the reimaging package and the 
helium dewar. The reimaging package cxxitains the detector package, the re- 
imaging optics and field lens, and the two filter vheels. The svbsystem is 
svpported from its liquid nitrogen-cxoled surrounding structure by a low 
thermal cxnductance glass epojy tvbe, about six inches in diameter. Tnis 
svpport cylinder lies within a well which extends the full length of the 
(3ewar, and attaches to the dewar at a step in the well somewhat more than 
hal&^ay throu^ the dewar. The reimaging package ocx:vpies the volume within 
the svpport tvbe, and is cxxinecrted to the support tube and the dewcir at the 
st^ in the well of the dewar. 

The space between the helium-cxoled svbsystem and its IN 2 svirroundings 
is evacuated to provide insulation for the helium svbsystem. (Included in 
the evacuated volume is the annular space on either side of the svpport tvbe.) 
The IN 2 tenperature of the svirroundings and the 0.1 emittance of the clean 
aluminum svirfcioes of the various conpcnents resvilt in a low radiative heat 
transfer to the helium svb^stem. The radiative load is 0.002 watt to the 
reimaging package and 0.009 watt to the (3ewar. The primary thermal Icjad is 
0.016 watt to the reimaging package via the svpport tvbe. The total loads on 
the system are 0.018 watt to the reimaging package and 0.010 watt to the dewar. 

The entire reimaging package is maintained below 10 K by flowing the gas 
ev^orating from the c3ewar past the detec±or package, throu^ the bcxfy of the 
reimaging package, and across the faces of both filter vheels before venting 
the gas from the system. The field lens is vacxium sealed to the front of the 
reimaging package to prevent the leakage of the helivim gas into the vacvtum 
space. 
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The gas evaporating fron tiie dewar provides cooling equivalent to cne 
latent heat of evaporation for every four degrees K the gas is wanned. 

Hoioe, the natural boil-off from the dewar (due to the 0.010 watt heat leak) 
is sli^tly less than that required to overoone the 0.018 watt thennal load 
on the reiraging package vhile maintaining the detectors below their maxiiiun 
lOK operating tenperature. Hence, a thermal shunt on the dewar has been 
chosen which will deliver about 0.04 watt to the liquid helivn, sufficient 
to svpply enou^ cold gas to keep the detectors below 7K. niese calculations 
indicate that the dewar will contain sufficient helium for 14 hours operation. 

This arrangement for flowing the \ent gas through the reimaging package 
was designed for the express purposes of operating the filter wheels at a 
toiperature specified to be no greater than 40K (and preferably below 35K) 
and of cooling the filter wheels to operating tenperature in a reasonable 
time. In this design the entire reimaging package, inclvding filter wheels, 
are rapidly cooled by the large quantities of gas produced during the cool- 
down and filing of the heliun dewar. Ihe filling of the dewar and the 
cooldown of the reimaging package take cne hour. The operating tenperature 
of the spectral and neutral density filters is near lOK. 
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This system was used by the Air Force during four flights to study atmo- 
spheric constituents. Typical flight altitude was 90 to 96,000 feet. It was 
not developed as a shuttle prototype and is now in storage. 

The instrument operated between 3 and 25 microns and it uses refractive 
optics. It includes filters moimted in a filter wheel and achieves 2-micron 
bandwidths. The performance was characterized as being within 50 percent of 
the theoretical limit for gallium doped germanium detectors. 

Part of this system was cooled with liquid helium and part with liquid 
nitrogen. Therefore the detectors operated at 8® K, the reimaging optics at 
about 12“ K to 15* K, the filters at less than 40* K and the primary, secon- 
dary and housing were cooled to liquid nitrogen temperatures. 

A year and a half were used to design and build this system at a cost of 
$350,000. $125,000 was spent for flight operations over the next year and 

a half. 


( 
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